This study was to assess the safety and efficacy of artificial ascitetes in assisting CT-guided cryoablation of hepatic tumors adjacent to the gastrointestinal (GI) tract. A total of 84 patients with peripheral hepatic tumors adjacent to the GI tract, who were treated cryoablation, were included in this retrospective study. Of these 84 patients, cryoablation had been performed in 39 patients with 41 peripheral hepatic tumors. These were assisted by induction artificial ascites while 40 patients with 43 peripheral hepatic tumors underwent cryoablation without induction of ascites. The artificial ascites separation success rate, the cryoablation technique effectiveness, local tumor progression and complications were all evaluated. The results showed that the artificial ascites separation success rate for 41 hepatic tumors adjacent to the GI tract was 95% (39/41). Technique effectiveness of group I was achieved in 35 of 43 tumors (81.3%) after follow-up imaging three months after cryoablation. In group II, technique effectiveness was achieved in 39 of 41 tumors after follow-up imaging three months following cryoablation. No major complications were encountered in either of the two groups. Artificial ascites assisting in CT-guided percutaneous cryoablation is a reliable and effective method for the treatment of hepatic tumors adjacent to the GI tract, and it can achieve a fine local control of such tumors.
. It induces protein denaturation, cellular dehydration, and microcirculatory failure during the repeated freezing and thawing process. Cryoablation has the advantage of being able to be monitored intra procedurally, as there is clear visualization of the entire ice ball with computed tomography (CT) imaging 2 . This has been successfully carried out for treating primary and metastatic hepatic tumors patients in patients where surgical resection is out of equation 1, 2 . Cryoablation of tumors adjacent to GI tract can damage these organs as ice ball of more than 3.0 mm to that of the tumor margin is required to cause complete cell death 3 . Moreover, there are several reports in literature suggesting increase usage of cryoablation in such cases could also damage the adjacent organs like the stomach, colon etc. In addition to these issues, incidence of GI perforation (0.08-0.70%, as per several reports) has made safe and effective implementation of percutaneous cryoablation to hepatic tumors adjacent to the GI tract a challenge for clinicians. Recently, many reports suggest artificial induction of ascites to protect the organs adjacent to the tumors from injury during such ablation treatments [4] [5] [6] . Patel et al. 3 successfully implemented cryoablation, with induction of artificial ascites, to treat renal tumors adjacent to the GI tract without any damage to adjacent organs or related complications. Furthermore, several studies have reported that hepatic tumors adjacent to the GI tract could be treated safely and effectively with radio frequency (RF) and microwave (MW) ablation after induction of an artificial ascites [7] [8] [9] [10] . To our knowledge, though, cryoablation has not been used to treat hepatic tumors abutting the GI tract so far. We have undertaken
Results
Patient population. Patient demographics characteristics and tumor characteristics in the two groups are summarized in Table 1 . There was no significant differences in mean age, gender, or tumor size between the two groups. Tumors in the Group -I trended to be smaller than Group -II (2.6 cm vs. 2.8 cm, p > 0.05), but were not statistical significant (Table 1) .
Artificial ascites. Artificial ascites induction was achieved successfully in all patients. The time required for induction of sufficient artificial ascites ranged from 7.0 to 16.0 min (mean = 9 min). The mean volume of 2.0% iodinated contrast, which was injected into peritoneal cavity, was 460.0 ± 280.0 ml (range 300.0-1,000.0 ml) ( Table 2 ). The artificial ascites separation success rate of 41 hepatic tumors adjacent to the GI tract was 95% (39/41). The displacement between tumor and adjacent GI tract was 1.3 ± 0.7 cm. In two patients, obvious adhesion was still observed between the stomach and the liver surface on CT after injecting artificial ascites; One patient with a previous laparotomy two years ago and one patient had undergone transcatheter hepatic arterial chemo-embolization (TACE) treatment before cryoablation. As confirmed by ultrasound, the infused artificial ascites in all patients disappeared spontaneously within four days. The characteristics of artificial ascites procedure are summarized in Table 2 .
Outcome of cryoablation. Cryoablation was successfully performed in all the patients of two groups under CT-guided procedures. Ablation time of Group -I and Group -II were 12.0 ± 6.0 min (range 12.0-24.0 min) and 12.0 ± 8.0 min (12.0-24.0 min). Maximum diameter of the ablation zone of the two groups was 4.4 ± 1.6 cm (3.3-5.2 cm) and 4.8 ± 2.1 cm (3.3-6.3 cm). Technique effectiveness of Group -I was achieved in 35 of 43 tumors (81.3%) after follow-up imaging three months after cryoablation. In Group -II, technique effectiveness was achieved in 39 of 41 tumors (95%) after follow-up imaging three months later (Figs 1 and 2 ). There was a statistically significant difference in outcome between two groups. Six cases of Group -I and two cases of Group -II Table 2 . Artificial ascites procedure characteristics.
with residual tumor were successfully treated with additional cryoablation, and on follow-up, no further local progression was observed. One patient in Group -I was lost.
No major complications, such as death or cryoshock (which includes fever, multi-organ failure, severe coagulopathy, and disseminated intravascular coagulation), abdominal hemorrhage, hepatic abscess, biliary fistula, or myoglobinuria were encountered in the two groups. After a three month follow-up, six GI injuries (five patients with colonic injury and one patient with stomach injury) was observed in Group -I (Fig. 3 ), but no GI perforation occurred in either of the two groups. The minor adverse effects of cryoablation are shown in Table 1 . Five patients in Group -I and four patients in Group -II were observed with Post Cryoablation Syndrome, which was presented as a syndrome of low-grade fever and general malaise. Right pleural effusion was observed in four patients of the two groups whose tumors were located near the top of the diaphragm. Patients with these complications healed after conservative management. No symptomatic bleeding was seen in either group.
Discussion
Percutaneous cryoablation can cause cryoinjury to adjacent structures leading to devastating consequences 11 . As the ice ball must extend at least 3.0 mm beyond the outer tumor margin to result in complete cell death, the anatomy of the GI tract in reference to the tumor is important to avoid injury to the structures adjacent to the tumor 5 . Damage to the hollow, thin-walled structures, such as the bowel and ureter, entails more severe complications, like mural necrosis and secondary abscess or stricture, as compare to damage to solid organs 3 . Many cases of hepatic metastases and hepatocellular carcinoma are peripherally located in close proximity to the GI tract. Artificial ascites act as an insulator between liver and surrounding hollow organs separating them from each other, and as the distance between site of cryoablation and these organs increases, the transmission of cryoinjury to these organ is avoided 12 .
Hence, here in the present study, we have tried to evaluate the protective effect of artificial ascites against injury during cryoablation and the efficiency of tumors cryoablation. As our results have shown, artificial ascites not only can reduce GI tract injury, but it also can increase the ablation effect.
Both human and animal studies have found that the use of peritoneal fluid decreases both collateral injuries and post procedure pain for radio frequency ablation of peripheral liver tumors 13, 14 . Asvadi et al. 13 described using microwave ablation treatment for tumors in the hepatic dome. In their study thirty-four tumors (70%) were treated following creation of artificial ascites with 0.9% normal saline solution. The technical success rate was 100%, and the complete response rate was 94%. The overall survival rate was 73.9% over 24.7 months of follow-up with no major complications. The mediums of artificial ascites were not same. In contrast to majority of the study, where normal saline was used, Sutchin et al. 3 used iodinated contrast solution for artificial induction of ascites before percutaneous renal cryoablation. Moreover, De Benedectis et al. 15 used a mixture of 5.0% dextrose in water and iodinated contrast medium for hydro dissection and found no adjacent structure injury during percutaneous radio frequency ablation of hepatic tumors adjacent to the GI tract. On the third week post intervention follow-up, no residual hydro dissection fluid was noted on the CT scan.
Campbell et al. 16 reported an isohexol concentration of 1:50 to be optimal to produce sufficient contrast between abdominal organs and infused fluid without any contrast and related artifacts such as beam hardening artifacts. Thus, here in the present study we opted to use 2.0% iodinated contrast medium. We observed that attenuation of HU of the hydro dissection fluid varied with its depletion in the abdomen. Moreover it improved the tumor visibility by taking place of the surrounding air in the abdomen.
The mean displacement distance of adjacent structures was 1.3 cm (range 0.5-2.2 cm), which was in agreement with other studies (range 1.6-2.6 cm) 3, 15 . Furthermore, ablation effect was found to be increased with the induction of artificial ascites. The separation success rate in our study was 95% (39/41), and the technical effectiveness of cryoablation in Group -II was significantly higher than it was in Group -I. Adequate ablative margins were achieved with the induction of artificial ascites thereby separating tumors and the GI tract. This in turn would protect the adjacent GI tract from cryoinjury. Alexandra et al. 1 achieved 90% (19/21) of technical success in treating hepatic tumor adjacent to the gallbladder with CT or MRI guided cryoablation. However, two tumors in the portion of the ablation zone that directly abutted the gallbladder recurred and required a second ablation.
Ascites can wash away coagulation substances at the puncture site and cause hemorrhage. It also releases the compression effect of the opposing abdominal wall and organs against liver, facilitating the dissemination of tumor cells. However, in the present study, no tumor seeding or intra peritoneal hemorrhage was observed after cryoablation ablation during follow-up 12 . We believe that during cryoprobes withdrawal, cauterizing the needle track would have prevented these complications in the present study 12 . In our study, no diuretics or paracentesis was used, and residual ascites disappeared spontaneously which was the same as in most previous studies 3, 10, 12, 15 . Our study was limited by its small sample size which could have conditioned result reported and thus needs a confirmation in a largest trial. Additionally, this study with its retrospective nature had all of the inherent limitations. Another limitation was the relatively short duration of the follow-up. Although we think that the mean imaging follow-up time in this study (≈one year) was sufficient to detect most significant GI tract injuries.
In conclusion, our study shows that use of artificial ascites is a reliable and effective method for the cryoablation ablation of hepatic tumors which are adjacent to the GI tract, and this method can achieve a fine local control of such tumors. treated with cryoablation without artificial ascites (Group -I), 41 peripheral hepatic tumor in 39 patients (24 men and 15 women) were treated with cryoablation with artificial ascites (Group -II). Artificial ascites and cryoablation Procedure. After the management of local anesthesia with 2.0% lidocaine to the skin, abdominal wall and peritoneum, a 15.0 cm, 20-gauge introducer needle (Bard, US) was inserted into the peritoneal cavity under CT guidance (Phlips MX16) along the edge of the liver (Fig. 1B) . When the needle was inserted into the correct site under CT scan, the inner stylet was removed. Then, a sufficient amount of 2.0% iodinated contrast (Nycomed Ireland Ltd.) was injected until at least 0.5 cm separation between the target tumor and the adjacent GI tract was achieved (Fig. 1C ). An argon-based cryoablation delivery system (AccuTarget, China, Shanghai) was used with 17-gauge cryoprobes. The freezing temperature of lethal ice can reach 135.0-150.0 degrees below zero. Depending on the tumors size and location, one to three (mean, 1.5) cryoprobes were used with the goal to include a 5.0-10.0 mm margin of ice ball beyond the tumor. Two freeze/ thaw cycles (12.0 min freeze, 3.0 min passive thaw) were applied conventional (Fig. 1C) . Sometimes, because the patients had smaller lesions, the CT scan was performed when the cryoablation proceeded at 6.0 min. Once the CT indicated that the ice ball had completely covered the tumor margin more than 3.0 mm, we stopped the cryoablation process to protect the normal structure adjacent to the tumors from injury. Ablation time and power were recorded during all procedures. All patients underwent an immediate post ablation contrast-enhanced CT scan. All patients were admitted for overnight observation. To prevent renal failure, which induced by myoglobinuria, a prophylactic regimen consisting of three ampules of sodium bicarbonate (50.0 mEq per ampule) in 5.0% dextrose in water at 150.0 ml/h for 24 hours was administered if the post procedural serum myoglobin level increased to more than 1,000 mg/L 17 .
Patient Follow-Up. One month after the ablation, contrast-enhanced CT or MRI was performed to evaluate technique and ablation effectiveness. Complete ablation was defined as: the whole tumor lack of enhancement. If complete ablation was achieved, routine contrast-enhanced CT or MRI was repeated at three months after cryoablation to assess local tumor progression, and then at six month intervals. Progression of local tumor was defined as tumor enhancement reappearance adjacent or within to the ablation zone. Procedure complications were followed up after a one month following cryoablation and detected by using CT, MRI, or ultrasound.
Data analysis. The control group was designated as cases which no fluid was used. The patient's age, tumor size, displacement distance/artificial ascites thickness, length of follow-up, power, and time of study treatment cycles were compared statistically by using an unpaired Student's T-test and Fisher's Exact Test of SPSS software (version 19.0, SPSS, Chicago, IL). P values more than 0.05 were considered statistically significant.
